Patient-Specific Orbital Implants: Development and Implementation of Technology for More Accurate Orbital Reconstruction.
Fracture of the orbital floor is commonly seen in facial trauma. Accurate anatomical reconstruction of the orbital floor contour is challenging. The authors demonstrate a novel method to more precisely reconstruct the orbital floor on a 50-year-old female who sustained an orbital floor fracture following a fall. Results of the reconstruction show excellent reapproximation of the native orbital floor contour and complete resolution of her enopthalmos and facial asymmetry.